Needle scope attached to stereotactic frame for inspection of cisterna magna during percutaneous radiofrequency trigeminal tractotomy.
Use of a fiber optic needle scope attached to the Todd-Wells stereotactic unit has facilitated electrode placement during percutaneous trigeminal tractotomy.